DATA NOTE

The ICR96 exon CNV validation series: a resource for orthogonal assessment of exon CNV calling in NGS data [version 1; peer review: 2 approved]

Shazia Mahamdallie¹,², Elise Ruark¹,², Shawn Yost¹,², Emma Ramsay¹,², Imran Uddin¹,², Harriett Wylie¹,², Anna Elliott¹,², Ann Strydom¹,², Anthony Renwick¹, Sheila Seal¹,², Nazneen Rahman¹⁻³

¹Division of Genetics & Epidemiology, The Institute of Cancer Research, London, SM2 5NG, UK
²TGLclinical, The Institute of Cancer Research, London, SM2 5NG, UK
³Cancer Genetics Unit, Royal Marsden NHS Foundation Trust, London, SM2 5PT, UK

Abstract

Detection of deletions and duplications of whole exons (exon CNVs) is a key requirement of genetic testing. Accurate detection of this variant type has proved very challenging in targeted next-generation sequencing (NGS) data, particularly if only a single exon is involved. Many different NGS exon CNV calling methods have been developed over the last five years. Such methods are usually evaluated using simulated and/or in-house data due to a lack of publicly-available datasets with orthogonally generated results. This hinders tool comparisons, transparency and reproducibility. To provide a community resource for assessment of exon CNV calling methods in targeted NGS data, we here present the ICR96 exon CNV validation series. The dataset includes high-quality sequencing data from a targeted NGS assay (the TruSight Cancer Panel) together with Multiplex Ligation-dependent Probe Amplification (MLPA) results for 96 independent samples. 66 samples contain at least one validated exon CNV and 30 samples have validated negative results for exon CNVs in 26 genes. The dataset includes 46 exon CNVs in BRCA1, BRCA2, TP53, MLH1, MSH2, MSH6, PMS2, EPCAM or PTEN, giving excellent representation of the cancer predisposition genes most frequently tested in clinical practice. Moreover, the validated exon CNVs include 25 single exon CNVs, the most difficult type of exon CNV to detect. The FASTQ files for the ICR96 exon CNV validation series can be accessed through the European-Genome phenome Archive (EGA) under the accession number EGAS00001002428.

Keywords

CNV calling, next-generation sequencing, NGS, TruSight Cancer, BRCA1, BRCA2, cancer predisposition gene
This article is included in the Transforming Genetic Medicine Initiative (TGMI) gateway.

Corresponding author: Nazneen Rahman (drnazneenrahman100@gmail.com)

Competing interests: No competing interests were disclosed.

Grant information: The provision of this dataset was supported by funding from Wellcome Trust (200990/Z/16/Z) to the TGMI programme. The funders had no role in study design, data collection and analysis, decision to publish, or preparation of the manuscript.

Copyright: © 2017 Mahamdallie S et al. This is an open access article distributed under the terms of the Creative Commons Attribution Licence, which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.

How to cite this article: Mahamdallie S, Ruark E, Yost S et al. The ICR96 exon CNV validation series: a resource for orthogonal assessment of exon CNV calling in NGS data [version 1; peer review: 2 approved] Wellcome Open Research 2017, 2:35 (https://doi.org/10.12688/wellcomeopenres.11689.1)

First published: 26 May 2017, 2:35 (https://doi.org/10.12688/wellcomeopenres.11689.1)
Introduction

The use of targeted next-generation sequencing (NGS) in clinical genomics has increased the capacity, throughput and affordability of gene testing. Use of NGS data in the clinical setting requires comprehensive validation of methods. Ideally, this should include evaluation of the NGS test performance in samples with pre-determined positive and negative results to provide information on sensitivity, specificity and false detection rate.

Deletions and duplications of whole exons, termed ‘exon copy number variants’ or ‘exon CNVs’, are an important class of clinically relevant gene mutations. Accurate exon CNV detection has proved difficult in targeted NGS data, particularly if only a single exon is affected. This has led many research and clinical laboratories to either exclude exon CNV detection or to use separate methods for their detection, which can substantially increase the time and cost of tests.

Datasets are available for base substitutions and small insertions and deletions and for copy number variants, but datasets with experimentally validated exon CNV data are not widely available. As a result, methods for detecting exon CNVs in NGS data are usually evaluated using simulated and/or in-house data. This hinders tool comparisons, transparency and reproducibility.

We recently released DECoN (www.icr.ac.uk/DECoN), a tool optimised to detect exon CNVs in targeted NGS panels in the clinical setting. During our validation of DECoN performance, we utilised samples with orthogonally generated exon CNV data. This proved extremely valuable in our evaluations and we believe such data will also be highly useful to others. We have therefore put together the ICR96 exon CNV validation series, which we present here. This was undertaken as part of the Transforming Genetic Medicine Initiative (TGMI, www.thetgmi.org), a Wellcome funded initiative which is developing frameworks and resources to facilitate genetic medicine.

The ICR96 exon CNV validation series includes data from 96 samples. Each sample has sequencing data generated using the TruSight Cancer Panel (TSCP) a gene-targeted NGS assay for analysis of cancer predisposition genes and Multiplex Ligation-dependent Probe Amplification (MLPA) data. 66 samples contain at least one validated exon CNV, including 25 single exon CNVs and 30 samples have validated negative results for 26 genes. Of note, the series has excellent representation of the cancer predisposition genes most frequently tested in clinical practice with 46 exon CNVs in one of BRCA1, BRCA2, TP53, MLH1, MSH2, MSH6, PMS2, EPCAM or PTEN.

The ICR96 exon CNV validation series has been extremely helpful in our assessment of exon CNV detection tools, and the comprehensive orthogonal data allows evaluation of sensitivity, specificity and false detection rate. We believe the ICR96 exon CNV validation series could serve as a benchmarking set, particularly for the many clinical and research laboratories now undertaking cancer predisposition gene testing.

Materials and methods

The data included in this resource were generated from two types of studies. Firstly, through the BOCS, FACT and COG studies, which aimed to discover and characterise disease predisposition genes. All patients gave informed consent for use of their DNA in genetic research. The studies have been approved by the London Multicentre Research Ethics Committee (MREC/01/2/18, MREC/01/2/044, 05/MRE02/17 respectively). Secondly, the data included here was obtained through clinical testing by the TGCLclinical laboratory, an ISO 15189 accredited genetic testing laboratory that we run. The consent given from patients tested through TGCLclinical includes, as standard, consent for the use of samples for quality-control. It also provides the option of consenting to the use of samples/data in research; all patients whose data was included in the ICR96 series approved this option.

We generated high-quality targeted NGS data for the ICR96 exon CNV validation series using the TruSight Cancer Panel (TSCP) v2 which targets exons from 100 cancer predisposition genes (Supplementary File 1). We prepared targeted DNA libraries from 50 ng genomic DNA using the TSCP and TruSight Rapid Capture kit (Illumina). We followed the manufacturer’s protocol, with the exception of library enrichment pool complexity, which we performed in 48-plex. We sequenced a final 10 pM pooled library on a HiSeq 2500 platform set in Rapid-run mode following standard protocols: 96-plex pool per flow cell, HiSeq® Rapid SBS Kit v2, 101 bp paired-end dual index run, and onboard clustering using HiSeq® Rapid PE Cluster Kit v2. CASAVA v1.8.1 (Illumina) was used to demultiplex and create FASTQ files per sample from the raw base call files.

All 96 samples also had independently generated exon CNV data available. Standard MLPA and/or MLPA by NGS was performed for one or more of the following 32 genes: APC, ATM, BAP1, BARD1, BMP1A, BRCA1, BRCA2, BRIP1, CDH1, CDK4, CDK2A2, CHEK2, EPCAM (exon 9 only), FH, MLH1, MSH2, MSH6, MUTYH, NBN, NF1, NSD1, PALB2, PMS2 (excluding exons 12-15), Pten, RAD51C, RAD51D, RB1, SDHB, SMAD4, STK11, TP53 and WT1 (Supplementary Table 1). The EZH2 exon 1-20 deletion was identified by comparative genomic hybridisation (CGH) array and was also confirmed by fluorescent in situ hybridisation (FISH). For simplicity, we included this one CGH result with the MLPA results.

We provide genomic coordinates in both build 37 and build 38 for all results (Supplementary Table 1). The genomic coordinates are the most 5’ and most 3’ coordinates of the exons involved in the exon CNV, as determined by MLPA, according to the specified transcript. Of note, these are not the actual breakpoints; neither MLPA nor targeted NGS data can provide breakpoint sequence information for exon CNVs. We provide the MLPA results for all exon CNVs using the following notation “Exon X deletion/duplication” for single exon CNVs and “Exon X-Y deletion/duplication” for exon CNVs involving more than one exon, where X specifies the number of the first exon involved in the exon CNV with respect to the transcript, Y specifies the number of the last exon involved
in the exon CNV with respect to the transcript, and deletion or duplication is specified as appropriate. For all genes except \textit{BRCA1} the numbering is consecutive from the first non-coding exon in the transcript. For \textit{BRCA1} we use the conventional clinical numbering system which does not include exon 4.

**Dataset**

The ICR96 exon CNV validation series includes samples from 96 individuals. 66 samples contain at least one validated exon CNV and 30 samples have validated negative results for exon CNVs in 26 genes (Supplementary Table 1). Two of the 66 individuals had an exon CNV in two different genes, such that the dataset includes a total of 68 exon CNVs. This includes 25 single exon CNVs, the most difficult type of exon CNV to detect.

The dataset can be used to evaluate the performance of any tool that aims to detect exon CNVs in NGS data. It has particular utility in validating cancer predisposition gene exon CNV detection. The dataset has excellent representation of the cancer predisposition genes most frequently tested in clinical practice. \textit{BRCA1} and \textit{BRCA2} are particularly well represented, with 15 \textit{BRCA1} exon CNVs and 10 \textit{BRCA2} exon CNVs, of which 11 and four respectively, are single exon CNVs. The 25 \textit{BRCA1} and \textit{BRCA2} exon CNVs include 22 different mutations. We deliberately included, in the same pool, two separate samples with a \textit{BRCA1} exon 13 duplication. This small exon duplication is one of the most common \textit{BRCA1} mutations in the UK\textsuperscript{1} and hence we wanted to cover the clinical scenario of having two different individuals with this mutation in the same sequencing run. To provide further representation of the cancer predisposition genes most frequently tested in clinical practice, the dataset includes 21 exon CNVs in \textit{MLH1}, \textit{MSH2}, \textit{MSH6}, \textit{PMS2}, \textit{EPCAM}, \textit{PTEN} or \textit{TP53}. Between the two pools, we ensured there was no difference in the representation of exon CNVs in any particular gene or in the proportion of samples without an exon CNV, to minimise potential batch effects (Table 1).

| Table 1. MLPA results for each pool in the ICR96 exon CNV validation series. |
|-------------------|---|---|
| **Gene**          | **Pool 1** | **Pool 2** |
| \textit{ATM}      | 1 | 1 |
| \textit{BRCA1}    | 7 | 8 |
| \textit{BRCA2}    | 5 | 5 |
| \textit{CHEK2}    | 2 | 3 |
| \textit{EPCAM}    | 0 | 1 |
| \textit{EZH2}     | 0 | 1 |
| \textit{FH1}      | 1 | 0 |
| \textit{MLH1}     | 1 | 0 |
| \textit{MSH2}     | 4 | 4 |
| \textit{MSH6}     | 1 | 1 |
| \textit{NF1}      | 1 | 0 |
| \textit{NSD1}     | 3 | 3 |
| \textit{PALB2}    | 1 | 0 |
| \textit{PMS2}     | 3 | 2 |
| \textit{PTEN}     | 0 | 1 |
| \textit{RAD51C}   | 0 | 1 |
| \textit{RB1}      | 1 | 0 |
| \textit{SDHB}     | 1 | 1 |
| \textit{TP53}     | 1 | 2 |
| \textit{WT1}      | 0 | 1 |
| **Total**         | **33** | **35** |

**Samples with no exon CNV**

\textit{APC, ATM, BAP1, BARD1, BMFRI1A, BRCA1, BRCA2, BRIP1, CDH1, CDK4, CDKN2A, CHEK2, EPCAM, MLH1, MSH2, MSH6, MTTYH, NBN, PALB2, PMS2, PTEN, RAD51C, RAD51D, SMAD4, STK11, TP53}

15 | 15
Data availability
We have deposited the FASTQ files for all 96 samples in the European Genome-phenome archive (EGA). The accession number is EGAS00001002428. Details of how to access the data is available at EGA or from www.icr.ac.uk/icr96.

Researchers and authors that use the ICR96 exon CNV validation series should reference this paper and should include the following acknowledgement: “This study makes use of the ICR96 exon CNV validation series data generated by Professor Nazneen Rahman’s team at The Institute of Cancer Research, London as part of the TGMI”.

Author contributions

Competing interests
No competing interests were disclosed.

Grant information
The provision of this dataset was supported by funding from Wellcome Trust (200990/Z/16/Z) to the TGMI programme. The funders had no role in study design, data collection and analysis, decision to publish, or preparation of the manuscript.

Acknowledgements
We are grateful to the TGLclinical team and the Rahman recruitment team, without whom the data would not have been available. We are grateful to MRC-Holland for providing the NGS-based MLPA data. We acknowledge support from the NIHR RM/ICR Specialist Biomedical Research Centre for Cancer.

Supplementary Material
Supplementary File 1. TSCP targeted BED file.
Targets of the Illumina TruSight Cancer Panel (TSCP) in BED file format.
Click here to access the data.

Supplementary Table 1. MLPA results for the ICR96 exon CNV validation series.
Column headings:
SampleID – sample ID in the ICR96 exon CNV validation series
ICR96Pool – pool in the ICR96 exon CNV validation series
Gene – HGNC symbol
MLPAResult – the exon CNV result in standard format for clinical reports if an exon CNV was detected, “Normal” = no exon CNV was detected
ResultType – “ExonCNV” = an exon CNV was detected, “Normal” = no exon CNV was detected
ExonCNVType – “Deletion” = exon CNV was a deletion, “Duplication” = exon CNV was a duplication, blank = no exon CNV was detected
ExonCNVSize – “Single” = exon CNV involving only one exon, “Multi” = exon CNV involving more than one exon, blank = no exon CNV was detected
Chromosome – chromosome
5PrimeExon37 – most 5’ genomic coordinate of most 5’ exon in GRCh37
3PrimeExon37 – most 3’ genomic coordinate of most 3’ exon in GRCh37
5PrimeExon38 – most 5’ genomic coordinate of most 5’ exon in GRCh38 converted from 5PrimeExon37 using LiftOver (https://genome.ucsc.edu/cgi-bin/hgLiftOver)
3PrimeExon38 – most 3’ genomic coordinate of most 3’ exon in GRCh38 converted from 3PrimeExon37 using LiftOver (https://genome.ucsc.edu/cgi-bin/hgLiftOver)
ENST65 – the ENST ID from Ensembl v65 used for annotation and genomic coordinates
Click here to access the data.
References

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text

PubMed Abstract | Publisher Full Text | Free Full Text

PubMed Abstract | Publisher Full Text

PubMed Abstract | Publisher Full Text | Free Full Text
Open Peer Review

Current Peer Review Status: ✔️ ✔️

Version 1

Reviewer Report 13 June 2017

https://doi.org/10.21956/wellcomeopenres.12629.r23043

© 2017 Wimmer K et al. This is an open access peer review report distributed under the terms of the Creative Commons Attribution Licence, which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.

Katharina Wimmer
Division of Human Genetics, Medical University Innsbruck, Innsbruck, Austria

Gundula Povysil
Institute of Bioinformatics, Johannes Kepler University Linz, Linz, Austria

This manuscript describes a dataset consisting of massive paralleled sequencing data (FASTQ files) from 96 human DNA samples (ICR96 samples) which are enriched in samples (66/96) with MLPA validated exon CNVs (especially single exon CNVs). The authors used this dataset to evaluate their recently released method DECoN, a CNV detection tool for targeted NGS panel data and provide these data for similar use to other laboratories.

We evaluated the usability of this dataset with our recently published method panelcn.MOPS. Our data access was processed quickly without problems. Analysis of all 96 samples with panelcn.MOPS revealed that the dataset is less homogenous than the data used in our study comparing panelcn.MOPS to five different CNV detection tools. Compared to the dataset used in our study, more samples and regions of the ICR96 samples were classified as low-quality and low correlation of read counts between test and control samples was observed in many cases. Additional optimization of panelcn.MOPS to the provided dataset was required, showing that any method needs to be adapted to the data to be analyzed.

Overall, the manuscript clearly describes a very useful dataset for the evaluation of CNV detection in targeted NGS data.

Minor comments:

Although it is mentioned briefly in Materials and Methods, the origin of the two different pools should be described again in the Dataset section.

Since both, GRCh37 and GRCh38, coordinates are provided in Supplementary Table 1, it should be specified which coordinates are given in the BED file that is provided as Supplementary File 1.

For easier use in method evaluations, it would be helpful to include the exon number used in Supplementary Table 1 also in Supplementary File 1 e.g. writing SDHB.E8.chr1.17345375.17345454 in...
column 4 instead of SDHB.chr1.17345375.17345454.

References

Is the rationale for creating the dataset(s) clearly described?
Yes

Are the protocols appropriate and is the work technically sound?
Yes

Are sufficient details of methods and materials provided to allow replication by others?
Yes

Are the datasets clearly presented in a useable and accessible format?
Yes

*Competing Interests:* No competing interests were disclosed.

*Reviewer Expertise:* Molecular Genetic Diagnostics, Bioinformatics

We confirm that we have read this submission and believe that we have an appropriate level of expertise to confirm that it is of an acceptable scientific standard.

Reviewer Report 06 June 2017
https://doi.org/10.21956/wellcomeopenres.12629.r23036

© 2017 Payne S. This is an open access peer review report distributed under the terms of the Creative Commons Attribution Licence, which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.

**Stewart Payne**
North West Thames Regional Genetics Service, Northwick Park Hospital, Harrow, UK

This paper describes a resource which is publicly available to laboratories wishing to validate protocols for using NGS data to detect exon CNVs in a clinical setting. The CNV validation series appears to be soundly designed and internally validated against a dataset generated by MLPA of normal, single exon and multi exon CNVs. The focus of the series is on the genes most commonly implicated in Mendelian cancer predisposition syndromes with data generated using the TruSight Cancer Panel assay. It is not entirely clear how valid this dataset would be for assessing CNV detection tools for other targeted gene panels or for data generated by other NGS chemistries and/or platforms. Nevertheless, this paper describes a useful quality and benchmarking resource for clinical laboratories offering testing for cancer predisposition genes, particularly using the TruSight Cancer Panel assay.

Is the rationale for creating the dataset(s) clearly described?
Yes

**Are the protocols appropriate and is the work technically sound?**
Yes

**Are sufficient details of methods and materials provided to allow replication by others?**
Yes

**Are the datasets clearly presented in a useable and accessible format?**
Yes

**Competing Interests:** No competing interests were disclosed.

I confirm that I have read this submission and believe that I have an appropriate level of expertise to confirm that it is of an acceptable scientific standard.